TUVNORD

Translation

7.SUPPLEMENT

to Certificate No. TUOV 97 ATEX 1207 X .
Equipment: Gasanalysatoren der Serie S720 Ex und S721 Ex
Manufacturer: Sick AG
Address: Erwin-Sick-Str. 1
79183 Waldkirch
Germany
Order number: 8000424884
Date of issue: ' 2013-10-22
Changes:

The gas analyzer type S720 Ex and S721 can be manufactured in the future according the test
documents listed in the test report.

The electrical data and all other data apply unchanged for this supplement.

The equipment incl. of this supplement meets the requirements of these standards:

EN 60079-0:2009 EN 60079-1:2007 EN 60079-11:2007

(16) The test documents are listed in the test report No. 13 203 127796.
(17) Special conditions for safe use
Carbon disulphide is excluded

(18) Essential Health and Safety Requirements

no additional ones

TUV NORD CERT GmbH, Langemarckstrale 20, 45141 Essen.‘_notiﬁed by the central office of the countfies for
safety engineering (ZLS), Ident. Nr. 0044, legal successor of the TUV NORD CERT GmbH & Co. KG Ident. Nr. 0032

e notified body
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